In polysomnography, an oronasal thermal airflow sensor and respiratory inductance plethysmography (RIP) belts at thorax and abdomen are used to detect central sleep apnoea. These sensors are uncomfortable to wear, can disturb the patient´s sleep, and data quality can be significantly diminished if a sensor slips off the patient. Contactless measurements would be a desirable alternative. We utilized a 3D time-of-flight sensor to monitor respiratory-related chest movements to decipher epochs of normal breathing and apnoea in ten adult patients with a total of 467 apnoea events. Time-synchronized comparisons of 3D measurements of chest movements due to respiration to polysomnography signals from rip belts and nasal airflow proved that the 3D sensor provided largely equivalent results. This new technique could support the diagnosis of central sleep apnoea and Cheyne-Stokes respiration.
Introduction
The central sleep apnoea syndrome [1] is characterized by a cessation or decrease of ventilatory effort during sleep. The breathing effort is diminished or absent for typically 10 to 30 seconds. It is usually associated with blood oxygen desaturation and increased carbon dioxide. The body can react with an arousal, increasing e.g. the heart rate. Frequent arousals or awakenings can cause non-restorative sleep and daytime sleepiness. The hemodynamic complications of this syndrome include the development of systemic hypertension, cardiac arrhythmias, pulmonary hypertension, and cardiac failure [1] .
Cheyne-Stokes respiration is characterized by progressively deeper and sometimes faster breathing, followed by a gradual decrease that results in an apnoea. The crescendodiminuendo pattern repeats, associated with changing serum partial pressures of oxygen and carbon dioxide. Possible causes are chronic heart failure or damage to respiratory centres.
Methods for sleep apnoea detection

Scoring rules
According to the AASM scoring guide [2] , "An apnea shall be scored if there is a drop in the peak signal excursion by ≥ 90 % of the pre-event baseline. The duration of the ≥ 90 % drop in the sensor signal must be ≥ 10 seconds." Events shall be classified as being obstructive ("associated with continued or increased inspiratory effort through-out the entire period of absent airflow"), central ("associated with absent inspiratory effort through-out the entire period of absent airflow") or mixed. For identification of an apnoea during a diagnostic study, an oronasal airflow sensor shall be used. For identification of a hypopnoea, a nasal pressure transducer is fore-seen. However, both kinds of sensors are allowed as respective alternatives.
Measurement alternatives using optical sensing
Video-based methods for automatic detections of chest movements have been described in some studies, but are not established yet.
2D video image processing
Using three near-infrared grey scale cameras, Wang et al. [3] monitored breathing behaviour and detected subtle, cyclical breathing signals. A self-adaptive breathing template and a robust action classification method were used to recognize abnormal breathing activities. An accuracy of 94 % was reported. Bennett et al. [4] showed that a thermal camera can be used for the detection of breathing behaviour via of subtle colour variations due to inspiratory and expiratory airflow in the region of the nose. There was no quantitative evaluation of detection rates.
3D image processing using time-of-flight sensors
Falie et al. [5] and Falie & Ichim [6] used novel time-offlight (TOF) sensors to detect obstructive sleep apnoea from phase differences between signals from thorax and abdomen. Quantitative evaluations of detection rates were not reported. Kohli & Shotton [7] gave an overview of the developments in human pose detection using time-of-flight cameras.
3 Method for 3D detection of the central sleep apnoea syndrome
Measurement equipment
We used a time-of-flight sensor (MS Kinect One) for measuring chest movements due to respiration. The TOF sensor transmits 30 invisible near-infrared light pulses (860 nanometres) per second onto the person lying in bed. The reflected light is measured by 512 x 424 pixels, providing sufficient resolution for identifying chest movements at thorax and abdomen. Each pixel provides a grey scale value (derived from signal intensity) and a distance value (computed from the time-of-flight) [8, 9] . Figure 1 shows the setup in the sleep laboratory.
Determination of respiratory effort
The respiratory effort was derived from the region of maximal variation in the measured distance. As sleeping persons will change their position in the bed and turn from one side to the other, the locations of the chest can also change. Therefore, we applied continuous monitoring of the time courses of the distance values of all pixels. Their variation was the characteristic feature for determining respiratory effort. It turned out that it showed a similar time course as the signals provided by the RIP belts. Comparison of this feature between periods with and without breathing revealed quantitative criteria for automatic detection of relevant reductions in respiratory effort. Figure 2 shows an example of the raw 3D signal of a central apnoea. For further processing, a window low pass filter of 40 frames and temporary de-trending were applied to minimize noise. 
Patients
We performed assessments with 10 adult patients ( 
Experimental validation
Purpose of the experimental study was to evaluate the coincidence of central apnoea detected in 3D and in PSG. For this purpose, the clocks of the PSG computer and the computer acquiring the 3D signals were time synchronized via a sync signal that was fed into the PSG head box. Recorded files were copied from both systems in .edf format and processed by the AIT Annotator© program. First of all, the positions of the apnoea were identified by visual inspection of the airflow signal according to the AASM scoring rules [2] . Then, these events were manually classified as being obstructive, central or mixed on the basis of (a) the RIP belt signals from thorax and abdomen and (b) the 3D respiratory effort signal. As the 3D respiratory effort signal and the RIP belt signals relate to the same physical motion of the chest, the classification process was applied in the same way.
Results
We identified a total of 467 apnoea events in the polysomnography recordings based on oronasal airflow. Comparing the results of the analysis of the RIP belt signals to the results of the 3D effort analysis revealed 441 (94 %) respiratory events where both methods led to the same classification result. There were five patients with central apnoea. For patient no. 4, the 3D method identified twice as much central apnoea than the PSG. Visual inspection of the video recordings revealed that the chest movements were so weak that they could be detected by the sensitive RIP belts, but largely hidden under the blanket so that the 3D system did not detect it. Overall, coincidences between 67 % and 100 % were achieved, corresponding to 94 % on average. Table 1 summarizes these results.
Cheyne-Stokes respiration was found in only one patient. The time courses of the respiration from 3D and thorax/abdomen were equivalent. 
Discussion and conclusion
The comparison of apnoea classifications derived from RIP belt signals and from 3D analysis revealed differences between 0 % and 33 %, depending on the patient. The 3D system detected more central and less obstructive apnoea. The false positives could be due to the threshold that was set for motion detection: The criterion of "absent inspiratory effort" [2] does not include a quantitative limit. Adaptive thresholds will be used in the future to account for individual signal amplitudes.
In clinical routine, misclassification of obstructive events as central could also occur if the chest and abdominal effort belts were not tightened properly and if they were not placed in positions of maximum movement during respiration. Even when calibrated, RIP may falsely classify events as being central, as it may not detect feeble respiratory effort in up to 9 % of patients [10] .
Using contactless sensing offers some substantial advantages over body-mounted sensors:
 Body-mounted sensors can disturb the patient´s sleep. Any sensor that can be applied without body contact enhances patient comfort.  In clinical practice, RIP belts tend to get out of place or come off during the night. The assistant has to re-adjust it (which will likely wake up the patient) or leave it as it is (making the recording unusable). In any case, a contactless sensor will provide constant, better data quality.  Mounting, re-adjusting and removing body-worn sensors means personnel effort, which can be saved by using a contactless sensor. The 3D-based method could be applicable in ambulant settings and home monitoring, providing an efficient way for pre-screening.
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